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ABSTRACT 

Traditionally , the methods used to determine the mechanical proper- 
ties of marine sediments were those used in the field of soil mechanics. 
These methods are generally acceptable wiien the sediment tested is 
plastic or at water contents below the liquid limit. However, for 
predicting in-si tu conditions, that is for sediment at water contents 
above the liquid limit, the problem is complex. 

Specifically, the determination of shear strength of an unconsoli- 
dated-undrained sample by the direct shear method was found to exhibit 
an angle of internal friction ranging from 19 degrees to 23.5 degrees. 
This indicates that the shear strength of the sediments is dependent on 
the normal load applied to it. 
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I. INTRODUCTION 



A. BACKGROUND 

There has been an effort in recent years to determine the physical 
properties of the ocean floor. This interest has been generated by 
private industry, particularly that of the petroleum field and also by 
varied groups within the United States Government. This interest has 
resulted in a better understanding of the ocean floor. 

Since the petroleum industry became interested in offshore oil 
deposits they have begun to more fully investigate the nature of the 
bottan. One of the factors in the successful exploitation of offshore 
oil deposits is an understanding of the mechanical properties of marine 
sediments. What effect a certain type platform will have on the bottom, 
or hew a particular sediment will react to drilling, are but two of the 
problems associated with sediment strength. 

Various agencies of the United States Government have been shewing 
an increased interest in the ocean. The Man-in-the-Sea project, DSSP, 
and any one of a number of deep submersible development projects point 
this out. The role of the GLQMAR CHALLENGER in investigation of deep 
marine sediments is but one step in this direction. 

Problems that are associated with deep suhmersibles, in an investi- 
gation of bottan, are penetration, breakout, and trafficability. It is 
of the greatest importance to know as fully as possible what the 
strength properties of marine sediments are. There is a great variation 
in strength characteristics both fran sediment to sediment and within a 
given type depending on how it was deposited [Earth Manual 1960] . 
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An example of hew little is understood of the ocean floor, or the 
deep ocean itself, was the inability to locate, much less salvage, the 
lost submarines THRESHER and SCORPION. It was not known whether or not 
THRESHER would be visible or would have sqnk. into the bottom. The deter- 
mination of an answer to this apparently simple question was an 
important step toward a better understanding of the ocean floor. 

All these problems , trafficability, penetration, breakout, and 
general sediment behavior are, directly or indirectly, associated with 
sediment shear strength. 

B. NATURE OF THE PROBLEM 

For years, shear strength testing of soil samples of a terrestrial 
origin has been carried out. Municipal building codes generally require 
this test, while the Bureau of Public Roads has reccnrnended that tests 
be carried out in all highway construction [American Society for Testing 
and Materials 1964]. Thus, the testing procedure and results are fairly 
well defined. This is, however, not the case with marine sediments. 

Many of the samples of marine sediments to be tested have water 
contents above the liquid limit, that is, are assumed to behave as a 
liquid. However, a true liquid in the fluid mechanics sense, has no 
shear strength. This is not the case with marine sediments. Conse- 
quently, fluid theory cannot explain the presence of shear strength. 

Any one of three methods may be used to measure strength: the triaxial 

test, the unconfined compression test, or the direct shear test. Each 
method has its individual merits and its advocates, but for testing of 
marine sediments none of these procedures can be considered ideal. 

This study is concerned with the direct shear method. 
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Terrestrial soils may be classified as either cohesive or non- 
ochesive, depending upon whether the individual soil particles have 
a predominant binding attraction for one another. In the case of 
marine sediments frcm deep ocean origins, samples are found to be 
chiefly of a cohesive nature. A cohesive sample above the liquid limit 
is extranely difficult to test. 

Direct shear testing may be conducted in either of two modes, stress- 
controlled or strain-controlled. Stress-controlled tests are those in 
which the shear force is increased in such a manner that shear stress 
follows a predetermined pattern. Usually the objective is to increase 
the shear stress at a constant rate, although in seme cases an incre- 
mental approach is used. The increments are applied nearly instan- 
taneously and held until shearing strain ceases [Hough 1969], Once 
failure occurs using the stress-controlled method, no further shear 
information can be gained about the sediment [Dawson 1949] . 

In strain-controlled tests the shearing force is applied such that, 
shearing strain occurs in sane specified pattern, i.e. , the rate of 
strain is constant. The strain-controlled technique is the most carmon 
procedure used for it is felt to give the most conservative results 
[Hough 1969 ] . It should be noted that the rate of application of the 
shear force must not be too rapid or the strength value obtained may 
not be a true indication of the sediment's actual shear strength. 

Once the method of control has been chosen the state of the sample 
must be determined. The sample may be tested in any one of three modes: 
drained, consol idat ed-undr ained or unconsolidated -undrained . Consoli- 
dation of a sample is useful if an increase in shear strength is desired 
as noted by the Bureau of Yards and Docks [1967]. The latter, 
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unconsolidated -undrained , is felt to be nearest to the in-si tu con- 
ditions of marine sediments [Earth Manual 1960], and for this reason 
was selected as the test mode on these studies. 

To test in the unoonsolidated-undrained mode the testing procedure 
must be carried out as rapidly as possible to prevent any unwanted 
drainage of pore water. The entire experimental set-up must be prepared 
before the sample itself is readied. 

Sediment samples may be tested in either the undisturbed state, as 
extruded directly fran the core linear, or in the remolded state. 
Refolding consists of thoroughly mixing of the sample before testing, 
thereby altering its natural in-situ condition. It has been observed 
that certain cohesive soil samples which in nature are quite firm, may 
become very soft when disturbed or remolded without change in water 
content. This effect is demonstrated in Figure 1. The test for shear 
strength of a marine sediment is the same for undisturbed or remolded 
samples in technique. For ease in handling, remolded samples were 
used in this work. 

In order to conduct the direct shear test, a dead weight type 
normal load is customarily applied and is maintained constant through- 
out the test. In the case of marine sediments, the total weight of the 
solids in the overlying column is used. This normal loading and its 
variation during individual tests enables one to see if there is any 
variation of shear stress with normal load. Figures 2 and 3 shew results 
expected from consolidated -drained samples and unconsolidated-undrained 
samples tested at various normal loads. 
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The slope of the plot on Figure 2 is an indication of the so called 
angle of internal friction, or $ angle, expected in the case of uncon- 
solidated-drained sample. In comparison, Figure 3 shews no such angle 
for the unconsolidated-undrained soil. This $ angle is used as a 
measure of the resistance to shear of a sediment sample. The point 
vdiere the line denoting the angle of internal friction crosses the 
shear stress axis is considered the cohesion of the sample under no-load 
conditions. Subsequent discussion of the angle of internal friction 
and cohesion will more fully explain their significance. 
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Figure 1. Typical Plot of Shear Force vs. Shear Displacement for Remolded 
and Undisturbed Samples 
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Figure 2. Plot of Shear Stress vs. Normal Stress for a Consolidated-Drained Sample 
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Figure 3. Assumed Shear Stress vs. Normal Stress for an Unconsolidated-Undrained Sample 



C. GENERAL PROCEDURE 



1. Determination of Normal Loads 

It is necessary in the direct shear test to properly determine 
the normal loads to be applied. Such loads may vary in magnitude 
depending upon the desired results and the test apparatus in use. In 
the testing of marine sediments, determinations must be made of bulk 
wet density (BWD) and water content (VC) . Standard laboratory proce- 
dures are followed to make these analyses, as are outlined by Lairibe 



[1967]. 



The normal load utilized in testing these marine sediments is 
taken to be that of the weight of solids in the overlying sediment 
column. The calculation is as follows: 

WS = BWD x VC 



— ‘ HO = Bulk wst density - ^ g <®> - 

WC = Water Content = of ■ 61 <%) 

dry weight 

and WS = Weight of solids (2^) 

cc 

The normal load then is the product of the cross-sectional area of 
the sample, the thickness of the overlying sediment, and the weight of 
solids (WS) . 



2. Preparation of Sediment Sample 

The sediment to be tested was thoroughly mixed and carefully 
worked into the testing device by spoon or spatula. Amounts are added 
incrementally in order to ensure no voids or trapped air pockets. 

When sediment samples are remolded the only considerations given are to 
density and moisture content, and no attempt is made to either control 



16 



or determine the structural arrangements of the particles. It is 
therefore necessary that the sample to be tested is kept as close as 
possible to its measured bulk wet density and water content prior to 
the beginning of testing. 

3. The Shear Box and Speed of Test 

The chief component of any direct shear apparatus is the shear 
box, for this is where the force is directly applied to the sairple and 
where the normal load is generally applied. Figure 4 illustrates a 
typical shear box. Shear boxes are similar in most respects, variations 
usually consisting of the size and shape of the specimen and minor 
refinements of the gratings [Dawson 1949]. 

The base of the box generally is bolted or somehow affixed to the 
loading device, while the upper and lower parts of the box are held 
together by retaining screws which are removed immediately prior to 
the application of the shear force. In addition, the lower part of the 
box is usually attached to the stand by means of dowels. Top and bottom 
gratings are set above and below the sairple to assist in holding the 
sample firmly to evenly distribute the normal load, and to prevent 
unnecessary loss of pore water. Solid bronze gratings are used for 
unoonsolidated-undrained tests. 

The size of the shear box varies considerably, but many laboratories 
have found the 3" x 3" or 4" x 4" box convenient [Dawson 1949, Larribe 
1967]. A shear bos that takes a circular sample is convenient when 
tests are to be made from cores. In the case of remolded samples a 
box that takes either square or round samples is suitable. In general, 
the larger the individual soil particle of a sample, the larger the 
shear box should be in order to iminimize the effects of side friction 
[Lambe 1967]. 
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Figure 4. A Typical Shear Box 



For an unconsolidated-undrained sample undergoing a strain- 
controlled direct shear test the shear force should be applied at a 
constant rate of about . 02 in/tnin [Corps of Engineers 1951] . This rate 
may vary slightly from laboratory to laboratory, but visually results in 
no significant change in shear values. Regardless of the speed of 
advance selected, the entire test should be completed with a shear 
failure occur ing in about three minutes or a maximum of five minutes 
[Dawson 1949 ] . It is reccrrmended that the proving ring and displacement 
dial readings be made every 30 seconds until failure occurs. 

When testing a remolded sample of marine sediment, or any cohesive 
sample, the shear stress will be found to build gradually until a 
maximum is reached. This is illustrated in Figure 5. Once this maxi- 
mun has been reached and shear failure has occurred no more shear force 
is required to produce continued displacement . The shear force is 
calculated from the proving ring dial reading by multiplying by a con- 
version factor. For example: 

with a ring factor equal to 5 lb/. 0001 inches of displacement and a 
proving ring dial reading of .0003 inch at failure then, 

1 'u 

Shear Force = 5 ■ aA ' x t • x .0003 in. = 15 lb. 

• UUU-L in* 

The shear stress, measured in lb/in 2 , is calculated from. 

Shear stress = ^ 

where, S = shear force (lb.), 
and A = area of shear plane (in. 2 ) . 

The shear strength developed by a marine sediment may be partially 
due to the cohesive nature of the sample and partially due to solid 
friction. Cohesive strength is frequently evaluated by means of either 
the vane shear or the unconfined ccnpression tests. A suitable value 
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Figure 5. Typical Shear Stress vs. Shear Displacement Curve for Ranolded Sample 



may be obtained frcm a shear stress diagram at the point where the line 
of shear stress intercepts the shear stress axis (Figures 2 and 3) . In 
addition, the slope of the shear strength curve is equal to the angle 
of internal friction of the material tested. 

The two properties of unit cohesion and angle of internal friction 
can be related to the normal stress and the shear stress by Coulomb's 
Law, namely: 

x = C +a„ tan $ 
where, x = shear stress, 

C = cohesion, 

o N - normal stress, 

<$ = angle of internal friction. 

Frcm the above- it is seen that if the sediment strength is independent 
of the normal load, with an angle of internal friction equal to zero, 
then x = C or the shear strength would equal the cohesive strength of 
an unconsolidated -undrained marine sediment. Whether or not this might 
be the case was the prime objective of this study. 
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II. EXPERIMENTAL PROCEDURE 



A. DESCRIPTION OF APPARATUS 

The direct shear device utilized for this research was designed and 
build by Soiltest , Inc., of Chicago, Illinois, and modified by the 
Naval Civil Engineering laboratory of Port Hueneme, California. It 
represents a strain-controlled direct shear device which, in its 
present configuration, is primarily utilized for the testing of 
unconsolidated-undrained samples. Figure 6 illustrates the device in 
its entirety. 

1. Shear Box 

The shear box pictured in Figure 7 is canposed entirely of 
bronze. The upper and lower parts are designed to take a circular 
sample, as the majority of marine sediment samples are obtained with 
coring devices having circular cross sections. The diameter of the 
circular opening of the base (Figure 8) is 2.5 inches. Solid bronze 
gratings were used (Figure 9) to limit the escape of pore water from 
the sample during the test. 

The base of the shear box is fixed to the frame of the shear device 
by four lugs, shewn in Figure 10. The lower half of the block is 
permanently brazed to the base. The upper half is initially attached 
to the lower half by means of two dowels in one-eighth inch diameter 
holes drilled through the upper half and partially into the lower half 
of the shear box. Figure 11 shows these dowels in place. A monel brace 
designed as a bearing surface upon which the actual shear force is 
applied is attached to the upper half of the block. Figure 12 
illustrates its appearance and function. 



22 




23 



Figure 6. The Entire Direct Shear Testing Apparatus 
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Figure 7. The Shear Box 
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Figure 8. The Circular Well of the Shear Box 




Figure 9. The Shear Box Gratings 
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Figure 10. The Lug Assanbly of Frame and 
Base of Shear Box 
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Figure 11. The Dowel Attachment of Shear Box Halves 
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Figure 12. Shear Force Mock Up 



2. Proving Rings 



An integral part of the strain-controlled shearing device is the 
means by which the shear force is being applied to the, sairple can be 
determined. In most cases this is accomplished through the use of 
proving rings, consisting of a spring steel ring calibrated as to force 
required to deflect it a unit length. Figure 13 shows the proving ring 
unit utilized with this shear apparatus and the dial gauge to measure 
the deflection. The proving ring unit used had a measured force per 
displacanent factor of 3 lb. per .0001 inch. 

3. Drive Mechanism and Speed 

The force to the sediment sample is applied by a one-quarter 
horse-power motor through a reduction box connected to a worm gear 
asssnbly with the worm gear directly applying the shear force to the 
proving ring. In order to achieve fuller and more positive control, a 
varistat was added to the original soiltest device (Figure 14) allowing 
various speeds to be applied to the worm gear. 

In that the unconsolidated -undrained shear tests require that 
failure occur in approximately three minutes, it was necessary that a 
speed of advance of the worm drive be selected with this in mind. A 
displacanent dial gauge was set in place of the shear box bearing 
surface arm, and tests at various varistat settings were conducted. It 
was concluded that a speed of .025 inches/kinute would be satisfactory 
to produce a failure in the time required. 
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Figure 13. The Proving Ring Assembly 




Figure 14. The Variable Speed Control 
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4 . Normal Load 



The normal load is applied to the test sample by means of the 
yoke assenbly pictured in Figure 15. The upper portion of the yoke 
applies the load directly to the upper half of the shear block, while 
the lower portion of the yoke bears the normal load itself. 

The normal loading mechanism used for this testing consisted of a 
water-filled container. Specific amounts of water were weighed and 
added to the container attached to the lower portion of the yoke. This 
permitted the changing of normal loads quickly and precisely in that 
much closer tolerances could be achieved with water than was possible 
with weights. 

B. TEST FORMAT 

1. Marine Sediment Properties 

The standard sediment used in this series of tests was obtained 
by R. J. Smith from the tidal flats of Seal Beach Lagoon, Seal Beach, 
California. Standard laboratory tests of the sediment sample were 
made and are listed in Table 1. The two results of greatest signifi- 
cance for this investigation were the bulk wet density and water content. 
As previously noted, these two properties are utilized to determine 
the weight of solids required for establishment of the normal loads. 
Average values were determined as BWD = 1.508 g/cc and VE = 78%. 

2. Selection of the Normal Load 

To obtain the normal stress/ o^, versus shear stress, x, curve, 
at least three different normal loads must be applied. It was decided 
that normal loads representing depths into the bottom of ten feet, 
six feet, and two feet be used in order that a sufficiently wide range 
of loading be achieved. 
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Figure 15. The Normal Load Yoke Assembly 
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Table I. Physical Properties of Sediment Sanple 



To determine these normal loads, and subsequently the normal stress, 

the procedure as outlined in the previous section was utilized. A 

sample calculation to determine the normal load and normal stress for a 

sediment depth of ten feet is: 

W3 = 78% 

EWD = 1.508 g/cc 

Diameter of shear box = 2.5 in 

Therefore: V5S = BWD x WO = 1.508 (.78) 

WS = 1.17624 g/cc 

Volume of 10 ft. sediment column 

V = 120 (4.91) = 590 in 3 

V = 590 in 3 (16.4 cm 3 ) = 9670 cm 3 

in 3 

Normal load = 9670 x 1.17624 
= 11370 g/454 g_ 
lb 

Normal load = 25 lb 

o = Normal load _ 25 
N Area 4.91 

= 5.1 lb/in 2 

Table 2 lists the required normal loads and normal stresses at the 
specified depths. 

3. Shear Box Friction Factor 

In that the upper and lower halves of the shear box were in 
contact, not all of the applied shear force was transmitted to the 
sediment sample. Scsne of the force was taken up by friction between 
the two halves. In a drained or consolidated sample where escape of 
pore water is not critical, such friction may be reduced by use of 
ball bearing spacers or with a lubricant. However, this can not be done 
in testing a sediment in an unconsol ida ted-undr ained state, as a direct 



36 




37 



Table II. Selected bottom Penetration Depths and Corresponding Normal 



contact affords the best prevention of pore water escape. It was there- 
fore necessary that a friction factor be determined. A shear force of 
four and one half pounds was necessary to slide the upper half of the 
shear box over the lower half. As the shape of the surface contact area 
of the box was irregular (Figure 8) the planimeter pictured in Figure 16 
was used to determine this surface area, which was found to be 8.13 square 
inches. This represented a friction factor of 0.55 pounds per square inch. 

4. Dial Gauge Arrangement 

To obtain correct and rapid values of shear force, a dial gauge 
was mounted inside the proving rings as pictured in Figure 13. Similarly, 
in order to measure the horizontal displacement, a dial gauge was noun ted 
on the test device frame by means of a magnet. This dial rested against 
an arm mounted normal to the brace attached to the upper half of the shear 
box (Figure 17) . Immediately prior to cormencing a test run, readings 
were taken fron all dials to indicate their initial settings. 

5. Test Run Procedure 

After reading the initial gauge settings, the desired speed of 
advance of the shearing force was selected and set on the varistat. The 
required weight of water corresponding to the desired normal load was 
applied to the container assembly. The sediment was then prepared, 
thoroughly mixed, and placed into the shear box in a fashion so as to 
ensure that no air pockets or foreign matter were present. The top 
grating was positioned and the shear box assembly placed on the loading 
device. The weighed container was attached to the normal load yoke, and 
the dowels were removed from the upper and lower halves of the shear box 
and the motor started. Readings of the gauges were taken every 30 seconds 
until failure occurred. 
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Figure 16. A Planimeter 




Figure 17. Displacement Dial Gauge Assembly 
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III. TEST RESULTS 



Five test runs at normal loads of 25, 15 and five pounds were made, 
ccmprising a total of 15 individual runs. If a test result differed 
appreciably frcm an established result, this run was discarded and the 
test redone. As previously noted, air pockets or sane foreign objects 
within the remolded sample could well produce such spurious readings. 

Plots of shear stress versus displacement were prepared and are presented 
in Appendix A, while Appendix B shows the plots of shear stress versus 
normal loading. 

The plots of displacement versus shear stress follow a pattern typi- 
cal of remolded samples, that is, a regular rise of stress until failure, 
then no change in shear strength with increased displacement . The pre- 
sence of an angle of internal friction is observed frcm the plots of shear 
stress versus normal stress. Appendix C contains individual values of 
displacement, shear force, and normal force for each individual run. 

The fact that an angle of internal friction was present in this sedi- 
ment is important as it would appear that shear stress is a function of 
normal load and not independent as assumed. The problems of traf f icability , 
breakout, and penetration noted earlier would be affected by this factor 
to sane degree. The $ angles indicated frcm the combined plots in 
Appendix B range frcm a lew of 19 degrees to a high of 23.5 degrees. 

It was noted that in all test runs failure occurred wnthin two minutes, 
30 seconds, or belcw the minimum time of three minutes. The least failure 
time occurred for the five pound normal load. It took progressively 
increased time for the 15 pound and 25 pound normal loads. These facts 
are illustrated in the plots of Appendix B. 
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IV. CONCLUSIONS 



It was initially assumed that sediment samples above the liquid 
limit would show a very lew angle of internal friction when tested in 
an unconsolidated-undrained state. That is, in accordance with 
Coulomb's Law, x = C + o N tan $ , the shear stress would be independent 
of the normal load, and that the shear stress would equal the cohesion. 
In such an event, the shear strength could be directly obtained by a 
test such as that of the vane shear device at the no-load state. 

The tests results fretn this investigation do demonstrate that this 
sediment dees exhibit an angle of internal friction, seen to vary 
between 15 and 20 degrees. The slight variation in the $ angle may be 
considered to be caused chiefly by foreign particles such as small 
shells, spurious pieces of relatively large sand, or entrapped pockets 
of air. 

While the use of the vane shear device is convenient for a rapid 
determination of cohesion, it does not truly define the shear envelope;. 
If this vane shear values are used for engineering purposed, it is 
necessary that a full understanding of its implications is realized. 
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V. FUTURE CONSIDERATIONS 



Recent work has resulted in the development of an unoonfined 
compression testing machine [Westfahl 1970] and a vane shear apparatus 
specifically designed for use with marine sediments [Minugh 1970 and 
Heck 1970]. The design and development of a direct shear device 
specifically for these sediments would be extremely useful. A compact, 
portable, self recording device could be designed without great 
difficulty. 
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Test Run 4, Normal Load 25 Pounds 
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Test Run 11, Normal Load Five Pound: 
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APPENDIX B 
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Canbined Test Runs 5, 10, 15 
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Normal Load 25 lb Normal Load 25 lb 

Normal Stress 5.1 lb/in 2 Normal Stress 5.1 lb/in 2 



13 ^ 














U <L> -pcvj 


CN 


LO 


LO 


o 


CN 




3 O O C 




CN 


o 


ro 


LO 




<D U S *H 


• 


• 


• 


• 


• 




& o h \ 


CN 


CO 




LO 


LO 




S3 














u — 
















CN 


LO 


LO 




CN 




CN 


NO 




CN 


00 


O 




Jr <D C 


« 


• 


• 


• 


• 




O y •- 

0) v- \ 


CN 


CO 


LO 


LO 


o 




-c O _Q 

UO LL- ^ 




























c 














1 c ^ 


00 


CN 


o 


LO 


o 




0 — •— C! 


CO 


00 




o 


LO 




O D -O -H 


o 


O ' 




CN 


CN 




O r O V 
-r O o 
8- “ 


o 


O 


o 


O 


O* 




Q 














•D ^ 


o 


o 


o 


o 


o 




8«c 


CO 


o 


CO 


o 


CO 




g-.§ E 

_D t— vE- 


o 


r— 


■ 


CN 


CN 




LU 














■8- 














U 0I4JN 


LO 


o 


LO 


O 


00 




3 o o c 


CN 




00 


CO 


N 1 




ffl Vi d) ’H 


• 


• 


• 


• 


m 




rov\ 


CN 


CO 


N* 


LO 


LO 


















o — 




























csp 














»- <D c 


uo 


O 


LO 


o 


00 




D O • — 

<D \ 


« 


CN 

• 


CO 

* 


00 

• 


CN 

• 




_C O -Q 

CO . ^ 


CN 


CO 


LO 


LO 


LO 




4- 














C 














5? o> 

£ c 




LO 




LO 


O 




<D — 1= ^ 


LO 


O' 




o 






o o U G 


o 


o 




CN 


CN 




a * - 5 -h 


o 


o 


o 


o 


O 




— Q — - 


• 


• 


• 


• 


• 




a. c£ 
«/> 














b 














lapsed 

Time 

(min) 


o 


o 


o 


o 


o 




CO 

o 


o 


CO 


o 

CN 


CO 

CN 




LU 















65 



Normal Load 25 lb Normal Load 25 lb 
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Normal Load 25 lb Normal Load 15 lb 

Normal Stress 5.1 lb/in 2 Normal Stress 3.06 lb/in 2 
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^ * * 



Normal Load 15 lb Normal Load 15 lb 

Normal Stress 3.06 lb/in 2 Normal Stress 3.06 lb/in 2 
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Run 9 Run 10 

Normal Load 15 lb Normal Load 15 lb 

Normal Stress 3.06 lb/in 2 Normal Stress 3.06 lb/in 2 
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Run 11 Run 12 
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Normal Stress 1.02 lb/in 2 Normal Stress 1.02 lb/in 2 
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Run 13 Run 14 

Normal Load 5 lbs Normal Load 5 lbs 

Normal Stress 1.02 lb/in 2 Normal Stress l.o2 lb/in 2 
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